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CALI BRATION CERTI FICATE
Cefifi.ate No: SBS/CU23|11970

Customer Nam€ & Address

SRF No. sRF/231004447-0001

SRF Date 28 09,2023

Date oI Receipt 27 09-,2023

Date of Calibmtion 28 09-2023

Due Dale for Calibration 27 09 2024

GOVERNMENT PRIMARY HEALTH CENTRE,

THAYAMPALAYAM{38703,

2949-2023

Description MICRO PIPETIE Make THERMO SCIENTIFIC

RanBe 100-1000p] Model FINNPIPETIE 13

Resolution 181 Material PVC

Serial Numb€r Itw13919 Operating Range 100-1000p1

ID Number Condition of UUC Good

Cal. At Mecharu.al Lab lnstrument Location LABORATORY

Environmental Condition Calibration Method Us€d

Temperature ('C) 23.5 Humidity (%RH) 52 National / tntematio.al Standard Irc 8655{:2002

Atmosphenc Pressure {mbar) waterTefrperature (oC) 21.6 Cal Procedure No SBS/CPA'IL/08

SI. No. Des(ription ID.No. /Sl. No. Certificat€ No. IUake/Modet Traceability Vatid till
Elechonic weighing

1511291u TycsPL2217212775-01 A&D & CH 252 National Standards 09-t2-2023

Chenna

Details of Unit Under Calibration

Stnndard Used

Z racton 1.00319

Result of Calibration ir Fl

Sl. No. Observed Readings Systematic

Error
Random

Uncertainty (l)

1 100
99_92 99.93

99.95 -0.05 o lt2 0.47
99.96 99_97

500
,199.85 499.86 499.89

499_87 ,0.13 0.02 o_47
499.1J6 499.89 499.85 499.89

3 1000
999.96 9qJ.95

,0.0,1 0.47
999 9rl 999.94 999.95 999.95

l.This Calibration certificate shall not be reproduced except in tul], without written apFoval of the laboratory.

2.The user should deter@ine the suilability of the instrument Ior its intended use.

3.The recalibration intcNal should b€ determined on the user requirement.

4.The results stated in this certificale relate oiJy to the item calibrated.

5. Equipment used for Calibration were calibrated & tlaceable to National & International Standards
6.The indicated unoertainties are expanded ureitainty estimated for a €onfidence level of approximately 9570 for a

coverage lactor k=2.00 .

7. Catib.ation Liquid Used: Distilled or Deionized waber conlorming Crade3 as spcified in ISO 3696.

Calibrated By,

H txlku,
(Cdlibrarion Enqineer-,

M.ADHIBAN

1,iE Authonsed by:

-o,Ciud,i"gkh:,,,.*o"",
C.SIVABALANo

SUNSHINE BIOMEOICAL SOLUTIONS
No:68, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032, Tell.044 - 2225 2087,

E-Mail: calibration@sunshinebiomedical.com, Website: www.sunshinebiomedical.com.
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UNSHIN

CA LI BRAT I O N C E RT I F I C AT E
Certif icate No: SBS/CL/23/1197'l

Custom€r Nrme & Addrcss

sRI23/m44474002SRI \O,

28-09 2023SRF Date

2749-2023Date of Re(eipt

28{9-2023Date of Calibration

2749 2024Due Date for Calibration

29aJ9-2023

THERN1O SCIENTIFIC

GOVL]RNMENT PRIMARY HEALTH CENTRE,

THAYAMPALAYAM,6387O3,

D€s(np6on MICITO PIfETTE

FINNPIPETTE F3Model10100F1Rangc

PVCNlatenal0.2|ll

1Gl00UlOperating RdgePtv01{11

GoodCondition of UUClD Number NA

Instmm€nt Lo.ation

Calibration Method Used

LAAORATORYCal. At

Environmental Condition

Mechatucal t.ab

IS'(] 86555:2002Humidity (e,RH) 5{ National / Int€mational StandardT€mp€rature ("C) 23 ar

waterTenperatuE (ac) Cal Procedure No21.5 SBS/CP,4\.{U08

Traceability V,lid lillID.No. / SL No. Certifi.ate No.

100{,

Mak€/']!lodel

Atnospheric Pressue (mbar)

SL No. Description

A&D & GH.252 Nahonal Standards tts-72-2023TVCSPL22/122115-01
Electronic Weighi.g

151r29181

Chennet

Details of Unit Under Calibralion

Standard Used

Z Factor:1.00319

Result of CalibEtion i. yl

Sl. No.
Nominal ObsePed Readings

Systematic
Ermr

Random

Error

1

9.95 998
9.97 0.01 o_47

998 9.95

50.0
+q 86 49 85 19_u7 ilg.li6 49.85

.19.91 o {ti) 005 0..17

49.95 .19.9{t {9.95 49 95

100.0

qq.98
-0.0.1 0.01 o_47

q9 95 99 q4 99.95 99 96

R€marks

1.This Calibration ce.tlficate shall not be reFoduced exc€Pt in tull, without wdlt€naPProval of the laboratory.

2.The user should determine th€ suitability of the instrument for its intended use.

3.The recalibration intewal should be detenined on the us€r requiremcnt.

4.The rcsults stated in tlus ccrtificate Elate only to the item calibrated.

s. Equipment uled for Calibration were Glibrated & ba€eable to National & Intemauonnl Standards

6.The mdicated rDcerrajnries are expanded ucertainty estimated for a confidenc€ l€vel of approximately 95% for a coverage

factork-z.m.
7. Calibration Liqurd Used: Distill

Calibrated By,

M Ad"iL44(calbrrbon Engm.-e4

M.ADHIBAN

ed or Deioruzed water conlorminS sF€rified in ISO 3,6%

,ddt#,9+*-**"-*o?
C.SIVABALAN

SUNSHINE BIOMEOIGAL SOLUTIONS
No:68, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032, Tel:044 -22252087,

E-Mail: calibration@sunshinebiomedical.com, Website: www,sunshinebiomedical.com'
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