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Scope:
Equipment Name
Make
Model
Sl no

Asset no
Calibration I)one at

Calibration Date
Next call due on

: PHC,NL-LABrc01
: customer place
:0210912023
:0110912024

CEN'fRIFUGE

CALIBRATION CERTIFICATE
Requested By

GPH' LLI,

Eror Acceptance : Not Applicable (user defined)

Equiprnent Status : Working in Good condition

Materials used for testing and calibration:

l. Digital Multimeter-Mastech-MS830l-
2. Digital Taco meter-DT-2234C/Max tech

Note:
L Calibration points rvere selected as per customer request.
2. Each reading was taken by repeatabJlity.
3. Results repofted are valid at the time ol'and under the stated conditions of measurements.

Sl. No. DUC readins(RPM) Standard Readine (RPM) Correction (RPM)
01 Position I 20t0 +0

a2 Position 2 2t50 +0

03 Position 3 2410 +0

04 Position 4 3030 +0

05 Position 5 3450 +0


