
C ALI B R,AT' O N C E RT' F I C AT E
Certi6cate No: SBS|/CLf23/l3q}5

Name & Addrest

SRF No. sRF23r'00539{003

SRF Date 61G2023

05-1G2V23Date o( Receipt

D.le oI Calibr.tion &1G2A23

Due Drte lor Cdibntion 0+1G2024

D6.ription MICRO PIPETTE

PRIMARY HEALTH CENTRE,

Y6255E2,T1IEM DISTRICT,

I$ue Date

Mate

-tG20?3

SCIENTIFIC

Rante rm-r000d Mod.l FINNPIPETIE F3

lFl Materid PVCR60lution

Opentiry Rarge 1m'1000tdSerial Number RWl2E14

c@dNA Condition o( L,UCID Nultrber

ln6hument l,oaation

C.libration Method Ur.d

LAIORAIORYAt

Envitonmental Condition

MectEnical llb

ISOE655{20@Temper.turE ('C) 2i.5 Humidity (Y"RH) 55 National / Internetional Standard

Weter TGip.E lUIr ('C1 Cal Pro.edure Nolo05 1.5

vdid riltID,No / SL No. Certific.b No.

SBS/ICPA,iIJ0E

Mak r'Modd Tr..eability

Atmoepheric Pre3sure (mbar)

SI. No. D6diption

A&D & GH.52 Naticiul Standards et2-202i1511291E TVCSPI22/I2/2115{)1I tl€cEonic Weithint
Balance

D€taib oI Unit Und€r Cdibration

Standard Usd

Z fador 1.00319

R6ult of Celibntion ir pl

Sl. No,
Nohind

Value
Obrerved Rerdingr

Mean
vdue

SystGmatic

Eror
Ranrloor

kror
Mea!ulEment

Uncert^inty (!)

1 100
9.95 9.9 987 9.& 99.E5

9.E? {.13 0.03 0.47

9.6 9.87 9.& 9At 9935

2 500
49,.89 499.87 {9.89 4D.M 49.85

{99.E5 {.15 0.04 o.47

49.85 49,.75 499.85 49D.$ 49.E5

3 lm0
w.78 9.79 9.n w.n 999.79

w.7E 4.22 0.01 0.o
99.75 w.75 999.74 w.78 99.78

Rema*5

l.This Calibration cefiificate shall not be reproduced excePt in ful, without w tt6r aPProval of the laboratory'

2.The user should determine the suitability of the irLstrument Ior its int€nded use.

3.TtE recalibration interval strould be determined on the u5er rEquircrr6rL

4.The l€sulls stated in lhis certiEcate relate only to the item calibrat€d.

5. Equipment used for Catibration were calibEted & traceable to National & Intemational Standards

6.The indicated unc€rtaintiE are expanded un€eftainty 6timated lor a ((,n6dmce level oI aPProximately 95% for a covarage

factor k-2.00 .

7. Calibration Uquid Used: Dstilled or Dqonized water in ISO 3696

CrlibEted B,
Nh

(CalibIation

Aulhorired bla

Hlhta* 6{tdir" r--,u,",
M,ADHEAN C.sTVABAI.AN

SUNSHINE BIOMEDICAL SOLUTIONS
No:68, First Floor, Poomagal [/ain Road, Ekkattuthangal, Chennai - 600 032, Tel: O44 - 2225 2087,

E-Mail: calibrationrasunshinebiomedical.com, Website: www.su nsh ine b iomed ical.com.
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CALI BRATI O N C ERT I FI C ATE
Cenificate Nol SBsi./CLi"23/l3937

Name & Addrese

SRI No. SRF23/00639{m4

SR.F Date 0GrG2023

Dale of Receipt 0$1G2023

Dete oI Calibralion &rG20?3

Due D.te for Calibr.tion oFt0-2m4

De6ciption MICRO PIPETTE

TOMBHUCHERYS2ssSZTHEM DISIRICT

PR,IMARY I{EALTI{ CENTRE,

I$ue Date

Make

g7-1G2o,3

SOENTIIIC

Renge lGlmd Model IINNPIPETIE F3

Resolution 0.2FI M.t.ri.l PVC

Serial Number RWO92qt Opcratint Rrnge lGlmFl
ID Nunber NA Condition of UUC

cd. At

Environmmtal Condition

Mechn rical Lab Inshtment Location

Calibration Mahod Uaed

LABORATORY

Terp€ratur eC) 2i.6 Hulddiry f6RH) N.tion l / lntemetional Slanded 865542002

AErGph€ria PrrasuE (mbar)

FIIEI D€asiption

r{rt rTcDFr.tu! (.c)lm6 C.l Procedure No

ID.No. /SI. No. Certili.rt No. Traceability vdid 6n

,6

M.lelModel

1
Elehonic Weithint

Balance
15112918 'fvcsPt22n2l21t54t A&D & CH-52 National Standards w12-20)3

Chenna

DetailB of Unil Under C.libr.tion

Slrndard UBed

Z Facton Lm3l9
R6ull of C.libration in Fl

Sl. No.
Nominal

Velua
Observed Readingr

Mean
VaIuc

Systenlatic

&rot
Randolr

Error

Meeaurcment

Unccrteinty (r)

1 r0.0
9.96 9.9s 9.98 9.% 9.97

9.97 {.03 0.01 0.47
9.96 9.96 9.v7 9.98 9.9s

2 50.0
49.& 49.&5 49.5' 49.& 49.&5

49.91 {.09 0.05 0.47
49.95 49.% 49.97 49.$ 49.95

3 t00.0
9.fi 9.9 99.X 9.% LX

9.% -0.04 0.0r 0.47
9.95 9.% cr.94 9.9!t 9.96

Remrrls
l.This CalibEtion cedGcate shall not b€ r€prcduc€d e(c€pt in full" without wlittdl apprcval o( the laboratory.

2.The us€r should detemine the suitability of lhe imlrument lor its intsded use.

3.The recalibratidr interval sllould be deferE ned on the user r€quirElErt.
4.The r€sults stated in this ce ifcate rclate anly to tlle item caliblated.

5. Equipmst used for Calibration were calibrated & traceable to Natidul & InterEtional Standards

6.The indicat€d uncertainties arc expanded uncertainty €stimated tror a conddence levd oI apprcximately 95% for a coverate
faclor I.2.m .

7. Calibration Uquid Used: Distiled or Deidized water conlorming crade3 as specifed in ISO 36116.

Calibrated By,

N. Mh^ta*-
(Calibration Entineer)

I\il-ADHIDAN

Authoris€d bla

re<d,rdlffi,,*,0,"r
CSIVABAI,AN

@

SUNSHINE BIOfuiEOICAL SOLUTIONS
No 68, First Floor, Poomagal It4ain Road, Ekkattuthangal, Chennai - 600 032, Tel: 044 - 2225 2087,

E-Mail: calibration@sunshinebiomedical.com, Website: www.sunshinebiomedical.com.


