
UNSHIN

CALI BRATI O N CERTI F ICAT E
Certif i.ate Nor SBS/CL/23/13105

Custome. Name & Address

SRF No. sRr,23l00671-0001

SRF Date 04-09-2023

Date of Re.eipt 0.r 09 2023

Date of Calibration 0.1,09,2023

Due Dale for Calibrntion 03-09,2021

(]oVI]RNMINT PRIMARY I{IJALTH CENTRE(KANDAMANADY BLOCK),

V II.I-U PUl{AM 605602,VILLUPURAM DISTRICT,

MICRO PIPETTE

05-09-2023

M]CItOI,UX

I(rngr 100 100091 Nlodel NA

l0!1 \liledal PVC

Operating Range 100-1(Xlo|ll

lD Number \A

\A

Condition of UUC Cood

C.rl. At

l:nvironmrntal Condit;on

Instrument Lo..tion

Crlibration Method Used

LABOi<A'I OltY

tl6 Humidity ('l,RH) :: National / Intemational Standed ISO 8655-6:2002

Atmospheric Pressu.e {mbar)

Sl. No. DescnptioD

1006 Cal Procedure No SBS/CP,4!tLl08

ID.No. / Sl. No. Certi{icate No. Mnke/Model valid rill
Electronic Weighing

I5112918 TVCSPL22/1221 15-01 A&D & CrI-252 National Stanrlnr.ls

T,
t,|

Chennai
6A0 u2

DEIJ\ co
o
o-

l)rtails of Unit Und.r Crlibrrtion

Z [lctor 1.00319

Result of Calibr.tion in d

Sl. N'o.
Nominal

Observed Readings Systemati

c Enor
Random

Error Uncertainty (r)

l I00
99.86 99.E5

0.13 0.47
99 87 99 tt5

: irlrl
.199.84r {99.85

r8.I9.85 13.19.85 2173_73 0.17
i99 85 199.76 {99.115

l I00{l
999.79

-0.22 0.01 0.1/'
9q9_78 999.7i1 999.78

1 Thiscaiibration ce.tificrte shar not be reproduced except h fu[, without wrirten approval of the laborarory
2 The us€rshould determine the suitabiliry of the irutrumenr for ts intended us€.

3.The re.alibration interv.l shoLrld be derermined on the user requircment.
4.The resutts stated in this cerhficate relate onty to the irem calibrared.

5. Equipment used for Calibration were calibmted & tsaceable ro National & Int€mational Standards
6.The lndicated uncertainties are expanded ucertainty es levrl ofapproximately 95% for a
covelage factor k=2 00 .

7. Calibrahon Liquid U-L€d:Distilled or Deionized warer specified in IS(] 3696.
Crlibrated Bv.

^.. M. $d.k^rn..-(LiIFr.rr^n Inl1rnL{r)
\],ADIIIUAN C,SIVABALAN

*

SUNSHINE BIOMEDIGAL SOLUTIONS
No:68, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032, Tel:.044 - 2225 2087,

E-Mail: calibration@sunshinebiomedical.com, Website: www,sunshinebiomedical.com.
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CALI BRATI O N CERTI FICATE
Certificate No: SBS/CL/23/13106

Customer Nime & Address

sRF No. Skl*D3100671-0002

5RI Ditr 0{{9 20?3

Date of Receipt 0.1{)9 2023

Dat€ of Cil;!r.ttion 01 09 2023

Due Drte lor Calibration 03-09-2024

GOVERNMENT PRIMARY HEAI-TH CENTRE(KANDAMANADY BLOCK),

VILLUPURAM.605602,VILLUPURAM DISTRICT.

Issu€ Date 05-09 2023

MICRO PIPET'TIi Make MICITOLUX

Itinge 5-50|1l \lodel NA

l!l \laterial PV'

Operating Range 10'50!l

lD Numlrer NA Condition of UUC Coo.i

Cil- At Nlcchanical Lnb lnstrument t-ocation LABORATORY

Invironmental Condition Calibr.tion Method Used

?37 Humidity (%RH) 54 National / International Standard ISO 8655 612002

,\tmospheric Pressure (mbnr) l(){ta, t{alerTemperature ("C) 21.4, SBS/CPA,IL/08

sl. \o. lD.No. / SI. No. Tra.eabilily valid till
Lle.konic Weighing

1511191S TVCSPL22/12/211s 01 A&D & GH 252 National Stanrtards 09-12-2023

Details of Unit Under Calibrirtion

Ce ificate No.

Z fn.tor 1.00319

Itesult of Calibration in ul

sl. No. ObseFed Readings Systemati

c Error Eror Un.ertainty (1)

I l0
993 9.92 9.9:l

9.9.1 ,0.06 0.02 0.47
993 9.95

l 30
2q 89 l9 l.t7 29.86 29.89 29 85

0l4 0.03 0.,17
19.s5 Irr s7 29.8e 29.7E 29.8S

l 5(l
.19 75 49.78 49-75

27a 9.19 o_47
19.78 49_79 49.78

5. Equipmentused for Calibration rvere calibrated & traceable toN
6.ThL' indicated uncertainties are expanded uncerrainty estima
.overigr factor k=2.00.

of approximately 95'2, for a

I
7. Calibration Liquid U!:d:Distilled or Deionted water
Calibrated By,

- N'Aah'tax.'
lLarrbrahon Entslneer)

['I.ADHIBAN

in IS()3696.

rd"i,d.i"x#"'ffi,*"*,,,o
C,SIVABALAN

600 032

SUNSHINE BIOMEDIGAL SOLUTIONS
No:68, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032, Tel: 044 - 2725 2087,

E-Mail: calibration@sunshinebiomedical.com, Website: www.sunshinebiomedical.com.

J( tl\ \? -/!
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l This Calibralion certilicnte shall not bc reproduced except in fu[, (,ithout written approval of the labomtory.
2.Thc us.t should detcrmine the suitabiliry of the instrument for its intended u*.
3 The recalibration intcrval sholrld be detcrmined on the user requiiemenr.

4.The results stated in this certiJicate relate only ro the item calibrated.

5i

29.86

79_79
52.78


