
NSHIN

CALI BRATION CERTIF ICATE
CERTIFICATE NO: SBSTCU23/1 6936 I'EDICAL D Page No: l of I
lssue Date
SRF No & Date
Receipt Date
Calibration Date
Calibration Due

31-',tG2023
sRF/23/00998-0001 & 3G.1G2023
30-10-2023
30-10-2023
29-10-2024

Customer Name & Address
GOV ERNMENT PRIMARY HEALTH CENTRE,
MAGANURPATTI-6353O7,KRISHNAGIRI DISTRICT

Details of Devico Under Csllbration (DUC)

Descriptron

Range
Resolution

DUC Condition

SEMI AUTO ANALTZER
MULTI
MULTI

SATISFACTORY

Make & Model
Sr. No

ldentificalion No

Location

ROBONIK 8 PRIETEST TOUCH
ATCD377O321RBK
NA

LABORATORY
Envlronmental Condltions & Callbratlon Procedurg Detalls

Environmental Details Temperature:25.6'C Relative Humidity 52% RH
Calibration Procedure No SBS/CP/MD/20 Calibration done at ONSITE

Reference Standards Dotails
S.No Descdption Make, Sl No: Certificate No Valldity
1 Electrical Safety Analyser Rigel Medical & 441-'1059 M-23080S1S4 't04u2024

ELECTRICAL SAFEW
RESULTS

S.no SPECIFICATION MEASURED VALUES EXPANOED UNCERTAINTY (t)
1 lnsulation Reslsitanc€ Measured va eg ln M(I- uncertalnty in % (t)

>20MO 91 13.92
2 Earth Leakaqe Measured val uea ln lA uncenainty in % (tl

<5000pAfor B,BF,CF 165 't 0.3
3 Enclosure Leakaqs lleasurpd values ln pA Uncodalnty in % (t)

<500pAfor B,BF,CF 228 8.6
REUARKS

1.This Calibration certificate shall not b€ reproduced except in tull, without written approval ol the taboratory.
2.The user should determine the suitability of the instrumenl for its intended use.
3.The recalibration rnterval should be determined on the user requirement.
4.The results stated in this certificate relate only to the item calibrated.
s.The indicated uncertainties are expanded uncertainty estimated for a confid€nca tevel of approximately 95% for a coverage factor k=2.00
6 Equipment used for calibration were c€librated & traceable to National & lnternational standards.

Authorised Signatory
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nical Manager hief Executive

(c.s|-TANMUGARA|)

Calibrated By

wv+
(Calrbration Engineer)

K SATHYAMOORTHY
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SUNSHINE BIOMEDICAL SOLUTIONS
No:68, First Floor, Poomagal lr.,4ain Road, Ekkatuthangal, Chennai 600 032, Tel. 044 - 2225 2087,

E-Mail: calibrarion@sLrnshinebiomedical.com, Website: www.su nshin ebio med ical.com.



UNSHIN

CALIBRATION CERTIFICATE
CERTIFICATE NO: SBS/CU23ll 6937 MEDICAL DEVICES Page No:1 of 1

lssue Date
SRF No & DaIe
Receipt Date
Calibration Date
Calibration Due

31-1G2023
sRF/23/00998-0002 & 30-1 0-2023
30-10-2023
3G10-2023
29-10-2024

Customer l{8me & Address
GOVERNMENT PRIMARY HEALTH CENTRE,
MAGANURPATTI-635307,KRISHNAGIRI DISTRICT

Dotails of Devlce Under Callbration (DUC)

Description

Range

Resolution

DUC Condition

ELECTRICAL
sAFETY(MTCROSCOPE)

MULTI

MULTI

SATISFACTORY

Make & Model

Sr. No

ldentitic€tion No

Location

LABOMED & VISION 2OOO

'170699401

NA
LABORATORY

Environm€ntal Conditions & Calibraflon Proc€duro Dstalls
Environmenlal Details Temperature:25.6"C Relative Humidity 52% RH
Calibration Procedure No SBS/CP/MD/29 Calibration done at ONSITE

Reter€nce Standarda Detalls
S.No Description Make/ Sl No: Certlflcato No Valldity
I Electrical Saft ty Analys€r Rigel Medical & 44L-1059 M-230809-1 6-4 104V2024

ELECIRICAL SAFETY
RESULTS

S.no SPECIFICATION MEASURED VALUES EXPANDED UNCERTAINW (t)
1 !nsulatlon Rsslsitance MeasuEd values in lt O Uncertainty in % (t)

>20MO 87 13.92
2 Earth Loakace Measurgd values in UA Uncsrtalnty ln % (t)

<5000pAfor B,BF,CF 191 9.4
3 Enclo3urc L€akaqo ltleasur€d valu€s In pA Uncortainty in % (i)

<500pAtor B,BF,CF 216 8.8
REMARKS
'l.This calibration certific€te shall nol be reproducad except in tull, without wriflen approval of the laboratory
2.The user should determine the suitability of the instrument for its intended use.
3.The recalibration inlerval should be delermined on the user requirement.
4.The results stated in this certificate relate only to the item calibrated.
5.The indicaled uncertainties are expanded uncertainty estimated for a confidence level of approximately 95% for a coverage factor k=2.00
6. Equipment used for Calibration t,/ere calibrated & traceable to National & lntemational Standards.

Calibrated By

ve+
(Calibration Engineer)

K,SATHYAMOORTHY

Authorised Signatory

$L-..-
Technical Manager

(C.SHANMUGARA')
hief Executivechennal
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SUNSHINE BIOMEDICAL SOLUTIONS
No:68, First Floor, Poomagal Main Road, Ekkatruthangal, Chennai - 600 032, Tel. 044 _ 2225 2Og7,

E-Mail: calibratio n@su nsh ine bio med ical.com, Website: www.sunshinebiomedical.com.



NSHIN

CALIBRATION CERTIFICATE
Certifi cate No: SBS/CLl23fl 5938

Customer N.me & Addr$s

SRF No. sRr23/00998{003

SR! Date 3G1G2023

Date of Rffeipt 28-tG2023

Date of C.aliblation 3G.1G2023

Due Date fo! Calibntion 29{p-2024

GO\TRNMENT PRIN,I,{RY HEALTH CENTRE,

MAGANURPAM{3s3OZKRISHNACIRI DISIRICT

Isrqe Datc 31-rO2023

Description Micro Pip€tte Make VISION PLT]S

Range 1000F1FIXED Modd NA
R€Eolution Material PVC
S€dal Number NA Opelating Range 1000td FIXED
ID Number NA Condition ol UUC Good
Crl. At Me.nanical Lab lnttsunient Lcation LABORATORY

Environmcntal Condition Calibration Method Us€d

TempeEtu-re (.C) 23.9 Humidity (%RH) 55 National / Intemational Standard ISO 8655{:2002

Ahrospheri. Pressuie (nbar) 1006 w.tcr T@FatuE (t) 2t.6 CrI Praedu€ No SB5/CPA,iI"/08

SI. No. Desciption ID,No. /SI. No. C€rtificate No. Make^lod€l Tia.€ability vdid til
ElecEonic Weithmt

Balance
151129r8 T\CSPI2Z,2ntlrot A&D & GH-252 National Standards @-12-2023

Details of Unit Under Caliblation

Standard Uo€d

Z FactoE 1.00319

Remarks

LThis calibrahon c€rtificate sl,.[ not be reproduc€d except in furl, without written approval of th€ laboratory
2.The user should deiermine the suitabilig of tlle irBEummt for its intmded use.
3.The re(alibiation interval should be determined on tlle user Equircmmt.
4.The results stated in this certficate relate only to the item cal.ibrared.

5. Eq\riprent used for Ca.libration were olibraUed & tsaceable InErnational Standards
6.The indicated uncertainties are expanded uncertainty
coverate factor k=2.m .

level of approxinalely 95% for a

7. Calbratjon Liquid Us€d: Distil€d or D€ioruzed water in ISO 3695

C.librated By,

(CaribE
AL-
66i' Engineer) 0(Aaity

.6ruo"*noo,
Manater/Chiel Lecuhve)

l,{_BAGUL C.SryABALAN

R$ult of Calibration in gI

Sl. No.
Nominal

Obs€rved Readings Mean Systematic

Errcr
Random

Erlot
Mearurem€nt

Unce ainty G)

999.89 99.88 w.89 w.87 999.90
1000

999.93 999.90 999.91 999.94 999.95
w.91 {.09 0.{B 0.47

600 032

SUNSHINE BIOMEDICAL SOLUTIONS
No:68, First Floor, Poomagal lr,,4ain Road, Ekkattuthangal, Chennai - 600 032, Tel: 044 - 2225 20g7,

E-lVlail: calibration@sunshinebiomedical.com, Website: www_sunshinebiomedical.com.
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UNSHIN

CALIBRATION CERTIFICATE
Certilicare Na SBS/CL.23fl 6939

Customer Name & Aaldresg

SRF No. sRr23,00s98ff4

SRF Date 30-1G.2023

Date o, R€ceipt 28-1G202i

Date of CalibEtion 3&1G2023

Due Date for C.alibration 29{B-2f24

CO\TRNMENT PRIMARY HEALTH CENIRE,

MACANT]RPATN.653OT,KRISHNAGIRI DISTRICT

Issue Date 31.1G2023

Dessiption Mico PiFtte Make PLUS

Range 100pIFIXED Mod€l NA
R€solution MatGIial PVC

Serial NuEber NA Operating Rante 1Md FIXED

ID Nunlber NA Con.lition oI lruC Good
Cal. At I\,I€chanical t".b In tummt Location LABORATORY

EnvLlDmental Condition Calibration Method Us€d

Temperatue (.C) 23_9 Humidity (%RH) 55 Nrtiord / Int€mationd Standard ISO 8655-6:2002

Atmospheric PrE$ure (mbar) 1006 wat6 Tdpcr.ruE (.C) 21.6 C.l Pro..dure No SBS/CPA4UO8

SI. No. Des.riprion ID.No. / SL No. Certificale No. Ma.LeModel Traceability valid till
Electoruc Weighint

Balance
151r29r8 TVC12,J121211541 A{.D & CH-252 National Sbndards w12-2023

Details of Unit Under Ca-tibration

Standard Used

Z Factor: 1.00319

Remarks

l.This crlibration certificate dur not be reFoduced except in full, without written approvat of the laborarory
2.The user should determine the suitability of t]rc instsum€nt Ior iB intended use.

3.The re.alibrauon inoerval should be determined on the user requtrment.
{.The results staH in this certificaE rclab onlv to the iEm calibmH.
5. Equiprnent used for Calibration were calibmted & {. Int€rnatiorul Standards
5 TIle ndicated rmcertainties are expanded
coverage factor k=2.00 .

level oI approxir|alely 95% for a

7. Calibration Liquid Used: Dstilled o! Deionized specGedinISO36.

Cdibrated By, AutftoriB€d bv:

C'fli,otog-.
(Quality MarEter/Odef Exe.utive)

C.SIVABALAN

,."**#**,*,,
M,RAGT,'L

R€su-tt of Celibmtion ir d

Sl. No.
Nomi&I

Obaerved Readiags Mean

vahe
Systerlatic

Eiror
Random

Er'or
Measurem€nt

Unceiainty G)

99.85 9.87 99.85 99.M 9.9s
100

99.89 9.95 9.m 9.87 Lq
9.a9 {.ll 0.ol o.47

600 032

\\ o t
No:68, F irst Floo r, Poomag al l\r1ain Road, E kkartu thang al, C he n nai - 600 03 2, Te l: O44 - 2225 2Oa7 ,

E-Mail: calibration@sunshinebiomedical.com, Website: www.sunshinebiomedical.com.
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UNSHIN

CALIBRATION CERTIFI TE
Certificate No: SBS/CL/8n6940

Cuslomer Name & Ad&ess

SRF No. sRr23/0099&0005

SRI Date 3G10.2023

Date of R€ceipt 2f-1c2023

Date of Cdibration 3G1G2023

Due Date for CalibEtion 29{D.2024

C,OVERNMENT PRIMARY HEALTH CENTRE,

MAGANT'RPATft353O7,KRISHNAGIRI DISTRICT

Des.dption Mico Pipette

Istu€ Dal€

Make

31-10-2023

MCROLI.Ix

Range rC50Fl Model NA
Resolntion 1lJl Material PVC

S€rid Number NA Op€r.tin8 f,rnEe rcsod
ID Numb€r NA Condition of LruC C,ood

C:1. At

Environmental Condition

Medtanicaf bb ItuEum€nl Lcation

Calibration Method Used

LABORATORY

Temperature ('C) 23.9 Humidity (%RH) 55 N.tiord / Intemationd Standrrd ISO 86s5-62002

Ahosph€ric Preseure (Erbad

sI. No. Derciption

w.E T.nFnruE (.C) 21.6 C.l Prc.€du€ No SBS/CPA,II"iM

ID.No /Sl. No. Cqti-Earte No. MaIe/Mod€l Traceability vdid till

1006

1
Electsonic Weighing

Balanc€
15112918 TVCSPL22/I22u5{1 A&D & CH-252 National Slandards 09L2:2023

D€taib of Unil Under Calibration

Standad Used

Z FactoE 1.00319

Result of C.alibration in Fl

Sl. No.
Nominal

Oben'€d R€adinp M€an
Valu€

Syst€mrtic
EEor

Random

&rcr
Measur€menl
Unc€ ainty (r)

1 10
9.94 9.9 9.94 9.% 9.93

9.95 .0.05 0.02 0.47
9.9E 9.95 9.92 9.9 9.95

2 30
29.94 29.96 29.9 29.95

29.96 {.04 0.01 0.47
29.98 29.95 29. 29.94 29.97

I 50
49.85 49.86 49.87 49.82 49.83

49.85 -0.15 0.02 0.47
49.87 49.85 49.82 49.89 49.47

Remarks

1.This CalibEtion certificate shal not be r€produced exc€pt in fr. l, withour wr 0en approval of the laboratory

2.The user should determine lhe Buitability oI the instsummt for its inDended use.

3.The le alibration inierval shou.ld be determined on the user requireErent.

4.The rcsults staoed in this certificabe rclate oily to the ibem calibrad.
5. Equipment used for Calibration were calibrabed & Eaceable Standa!ds
6.The indicabed uncertainties ar€ expanded unc€rtainty es level of approrjmat€ly 95% for a
coverage Iactor k=2.00 .

7. Calibmtion Liquid Usedr Dstiled or Deionized waDer inISO36 .

CalibEted By, ^ Authqdo€d by:

4i"-4.L..--C

600 032

SUNSH!NE BIOMEDICAL SOLUTIONS
Nor68, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032, Tel: O44 2225 2087,

E-Mail: calibration@sunshinebiomedical.com, Website: www.su nshinebiomed ical.com.


