
UNSHIN

CALIBRATION CERTIFICATE
Ce ificate No: SBS/Cf-r23n 4314

C$tomer Nam€ & Addresg

SRI No. SR.F23l0m71{nor

SR.F Dat€ 12-1G2023

Date of Receipt 10-10-2023

Date of Crlibrrtion 12-t0.2s23

Due Date for Calibration 11-1G2024

COWRNMENI PRIMARY HEALTH CENTRE,

MELAARASIJR{21652,IRICHY DISTRICI,

Mico PiFtteDesGiption

Issue Date

Mat€

t2-1G2023

THERMO SCIENTIFTC

RanS€ 1G100pI Model FINNPIPETTE F3

Resolution 0.2FI Matedal PVC

Seri.l Number NA Operating Range 1G100pl

coodID Number NA Condition of truC

C-al. At

Envircnmental Condition

Mechanical lab IncEument Loaation

C.libration Metiod Urd

LABORATORY

ISO 85554:20O2TempeBture (oC) 23.7 Humidity (%RH) 56 National / Intemational Standard

we!e' Tenpel:tule (t) Cd Proce.lare No sBs/cP^,fl^r'08

ID.No. /SI. No. C€rtific.te No. Tra.eability valid tiu

r006 21.6

MaldModel

AtmGpheri. Pressue (mbar)

SI. No. D€scription

09-t2-20231s1129r8 TIC!?LzU12ntr'ot A&D & GH.252 National Slandards1
Electromc Weithmg

Balance

u"#?#'
a

o'.

o
o
t--o

Details of Unit Under Calibiation

Standard Us€d

Z Factoi 1.00319

Rcru]t oI C-alibration in Fl

Sl.No.
Nominal

Value
Obefl€d Readin$

Mean Syalctrlati

c Elrpr
Random

EIIor
M€asu.rem€nt

Un.etuinty G)

1 10.0
9.94 9.9 9.94 9.96 9.93

9.95 4.05 0.02 0.47

9.98 9.95 9.92 9.97 9.96

2 50.0
49.85 49.86 49.87 49.82 49.83

49.85 {.15 0.o2 0.47
49.8? 49.85 49.42 49.89 49.87

3 1m.0
99.94 99.97 9.96 99.95 99.98

99.95 {.05 0.02 o.47
9.93 9.95 99.9 9.94 9.95

R€marks

LThis Calbration cerhficate shall not be Ieproduc€d excePt ln full, without writlen aPProval of the laboratory.

2.The use! should determine th€ suitability of the instsun€nt for its mbended us€.

3 The recalibratson interval should b€ determined on the user requrernent.

4.The results sraied in this c€rEficaE rclaE only to tlle item calibrated.

5. Equipment used for Calibration were calibraDed & traceable to Natsonal & Intemauonal Standatds

5.The indi@ted unc€rlamties are expanded unertainty estimad for a conjid€nce trevel o( aPProxiEBEly 95% for a

coverate factor k-2.00 .

7. C-alibration Uquid Us€d: Distilled or Deionized water as sFcified in ISO 36 .

Calibrated Bv.

M. nJtuln"
- - Aulhodc€d bv:o'E,'^bL;

(Quality lvrinager/Chiel E-\ecutive)

C.SIVABALAN
(Crtibration Engineer)

M,ADHIEAN

SUNSHINE BIOMEDICAL SOLUTIONS
Nor68, First Floor, Poomagal Main Road, Ekkartuthangal, Chenna - 600 032, Tel: 444 2225 2087,

E-N,4ail: calibration@sunshlnebiomedical.com, Webs te www.sunshinebiomedical.com.



UNSHIN

CALIBRATION CERTI FICATE
Cenificar€ No: SBS/CI 3n815
Customer Name & Address

SRI No. sRt23rcB71{m2

SRF Date 12-10.2023

Date oI Rec€ipt 1G1G2023

Dat. of Cdibr.tion 12-to.zo2i

Due Dat€ for Calibration 11.1&202{

C,o\TRNMENT PRIlrtrA,RY I{EALTH CENTRE,

MELAARAST,IR.621652,THCHY DISTRICT,

Miso PiFtteDessiption

lcsu€ Dat€

Ma-ke

12-1G2023

T}IERMO SCIENIIFIC

Range 10Gr000Fl Mod€l FINNPIPETIE F3

Resolution lFl Mate!i.l

Seid Number RW(x)728 Operatint Ran8e r0G10mF.l

lD Numb€r NA Condition of lruC c@d

Cal. At

Envircnmental Condition

Mechanical Lab INtsumenl tocation

Calibration Method Used

LABORATORY

Temperaturr {'C) 23.9 Humidity (%RH) 55 Nation l / lntemational St nd.d rso 865s-62002

AElospheric Pt€ssure (mbar)

Sl. No. Des<ription

W.ter Tmp.EtuE ('C)1m6 ,ftl Cd ProcedE e No

ID.No. / Sl. No. vdid tirlCelti6cate No.

SB9CP^{[./(B

Mate^rodel Traceability

1
Ele€tsonic Weighing

Balance
15112918 't1,/csPL2u12nttfrt A&D & GH-252 National Slandards

Detail8 of Unit Under Calibration

Standard Ueed

Z Facror 1.00319

Result oI C-alibration in ld

Sl. No.
Nominal

Obsewed RerdinF Mean SystemaE
cE or

Random
EIIor

M€asur€ment

Uncertainty E)

I 100
99.85 99.87 99.85 99.U 99.9s

99.89 {.ll 0.04 0.47
99-49 99.95 9.X 9.87 Lq

2 500
499.90 499.95 494.n 499.90 499.95

499.X 4.10 0.Gl 0-47
499.89 499.88 49.85 499.85 499.q

3 1000
999.89 999.88 99.89 999.87 99.n

999.91 -0.09 0.o3 o.47

999.93 999.90 999.91 999.94 999.95

ReEta.rk!

LThis Calibration certificnDe shall not be reproduc€d except rn fu]l without written approval of the labonlory.

z.Tfu user slrcdd det€rmine the suitability of lhe instsument for its inlended use.

3.Th€ reGlbration intewal should be determned on the user requiernent.

4.Tlle re$ills staH in rhb c€ ifi@te relate only to the it€m calibrated.

5. Equipmmt used for Calibmtion were calibrated & Eaceable to Nahonal & InDernational Shndards

6.The indicated rmcrrtainties are expanded uncertainty estimated for a conJidence trevel of aPProxiEutely 95% tot a

coverage Iactor k=2.m .

7. Catibration Uquid Used: Distilled or Deionized as sFcilied in ISO 361)6.

Calibrat€d By,

M dl.},,
- . Authori!€d bv:

f .di'aV,-."-
(Qblty fu amser/Gd€f Executive)

C.SryABAL{N
(Calibration Eryineeo

M ADH]DAN

EI

SUNSHINE BIOMEOICAL SOLUTIONS
No:68, F rsr Floor, Poomagal ltrl a n Road, Ekkattuthangal, Chennai - 600 032, Tel: 044 - 2225 2087,

E-Mail: calibration3sunshineb omedical.com, Website:www.sunshrnebiomedical.com.

09-12-2023



UNSHIN

CALIBRATION CERTIFICATE
Certificar€ No: sBS/Ct /8n4316

Custom€I Name & Aal&ess

SRr No. sRF23,00871-0003

SRf Date ,2-1G2fr23

Datc of R{eipt 1GrG2023

Date of Calibr.tion t2-tG2o23

Due Date for CalibBtion 11-t0-2024

GOWRNMENT PRIMAR} HEALTH CENTRE,

MELAARAsUR.52 I5s2,TRICHY DISIRICT.

Derdiption Mico Piptte

Issue Date

MrLe

12-t0-2023

PRIMAN

Rary€ 10OFl FIXED Modcl NA

Re3olution Material PVC

Sedal Numbei NA Operatint Rante lmlJ FIXED

ID Number NA Condition oI lruC cood

cd. At

Envilonmental Condition

Mechrnical tab ln3bument to.ation

Calibretion Method Ur.d

LABORATORY

TeErp€Iatu€ ('C) 23_9 Humidity (%RH) 55 Natiora.l / ltrtemational Standrrd rso 8655-52002

Atmosphedc Pre3su.te (mbar)

Sl. No. Description

W.lETmpat!rc (qC) 27.6 Cal Plo<dure No sBs/cP^,{u08

ID.No. /SI. No. Certifi.ate No Traceability Valid till

1006

Ma.ke^,lodel

1
Electsoroc weighing

Balance
1511291E TycsPLz2t12t2t154t A&D & GH-52 National Standards @-12-2023

Details of Unit Under Calibration

Standard Used

Z FactoE 1.00319

Rcsurt oI C.IibEtion in Fl

Sl. No.
Nomind

Obsewed Readints
M€an

Valu€

Syct€Euti

c EEor
R.ndom
klor Un.ertainty (t)

I 1m
99.85 9.47 99.85 99.U 99.95

99.89 {.ll 0.04 0.47
9.89 9.95 9_90 9_87 99.90

Remarks

l.This Calibration certificate sha.ll not b€ rcproduced exc€pt in fu.I, without wlitEr apFoval of tlle laboIatory.

2.The user slrculd deErmine the suitability of tlle instrunmt for its intmded use.

3.The rccalibration inteival should b€ deiermined on th€ user requir€Er€nt.

4.The r€sults stad in this certificate IeIaE only to the iEm calibBted.

5. Eqtuprnst us€d for Calibration werc calibraEd & Eaceabl€ to National & InEmatiord Standards

6.Ihe mdicated uncertainhes are expanded uncertainty esti[lated for a confidence trevel of appoxirulely 95% for a

coveiage factor k=2-m .

7. Calibration Liquid Used: DistiI€d or Deionized water conlorming Grade3 as sp€cified in ISO 36 .

Calibr-ared By,

lq ru0bh-
,uthorised by:

O.6,\."1"+---
Mam#r/Clrief Executiv€)(Calibration Engineer)

M ADHIEAN

(auality
C.SIVABALAN

SUNSHINE BIOMEOICAL SOLUTIONS
No:68, Flrst Floor, Poomaga A,4ain Road, Ekkarruthanga , Chennai - 600 032, Tel: 044 - 2225 2087,

E-Mail: ca ibrat on@sunshrnebionred cal.com, Webslre vr,,vv,,.sunshinebiomedical.com.

ul


