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CALIBRATION RESULTS

S.No
DEVICE UNDER
CALIBRATION

STANOARD
INSTRUMENTS

DEVIATION EXPANDED UNCERTAINTY

RPM RPM RPM Yo

1 500 499.0 't .0 4.2
2 1500 '1499.5 0.5 4.2

3000 2999.5 0.5 4.2
REMARKS

1.This Calibration certificate shall not be reproduced except in full, without written approval of the laboratory.
2.The user should determine the suitability of the instrumenl for its intended use.
3.The recalibration interval should be determined on the user requirement.
4.The results staled in this cedmcate relate only to the item calibrated.

5.The indicated uncertainties are expanded uncertainty estimated tor a confidence level of approximately 95% for a coverage laclor
k=2.00.

6. Equipment used for Calibration were calibrated & traceable to National & lntemational Standards.

Calibrated Authorised Signatory

(Cali ngl Z<oCdr
uality Manager) Chiet Executive)

P.PRASANNA (c.srVABA|.AN)

CALIBRATION CERTIFICATE
CERTIFICATE NO: sBs/cu23117,t62 IilECHANICAL Page No:'l of 1

lssue Oate

SRF No & Date

Receipt Date

Calibration Date

Calibration Due

o:J-.'t't-2023

sRF/23l0't 020-0001 & 01-1,1-2023

01-11-2023

01-11-2023

31-',t0-2024
Customer Name E Addr€ss

GOVERNMENT PRIMARY HEALTH CENTRE,

TIRUNEDUNGULAM€2001 S,TRICHY DISTRICT

Detalls of Device Under Callbration (DUC)

Description

Range

Resolution

DUC Condition

CENTRIFUGE

35OO RPM

1 RPM

Satisfa

Sr. No

ldentification No

Location

LABOTECH & BDI-I52

201't't621

NA

I.ABORATORY

Make & Model

Envlronmental Conditions & Standard Operating procedur€ Details
Environmental Details Temperature: 25.soc Relatlve Humidity 52%Rh
Calibration Procedure No SBS/CP/MUO4 Callbrallon done at ONSITE

Refercnca Standard! Detalls
S.No Description Make/ Sl No: Certiticate No Valldlty

0igital Tachometer LINE SErKt / 175{034V JRPM-CCTR-A&S-2023-001 3 09-0c2024

Chennai
600 032
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SUNSHINE BIOMEOICAL SOLUTIONS
No:68, First Floor, Poomagal lr.,,1arn Road, Ekkattuthangal, Chennai , 600 032, Tel: 044 2225 2087,

E-Mail: calibration@sunshinebiomedical.com, Website: www.sunshinebiomedical.com.
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UNSHIN

LIB TION CERTIFICATE
C€tificale No: SBS/CUB^n 63

Customer Name & Addrcss

SR-F No. sRF23/0rm0fl)2

SRF Date 0r-11-2023

Date of Re<€ipt 3l-1G2023

Date of Calibntion 0l-11-2023

Du€ Dat€ for Calibration 3t-7G2024

@\,ERNMENI PRIMARY HEALTH CENTRE,

TIRIJNEDUNGI,'I-AM{2001 5,TR]C]{Y DISTRICT

Dessiption MiGo PiFtte

03-11-2023

THERMO SCIENTIFIC

Isgue Date

Make

Rarg€ r0G1000|lt Model FINNPIPETTE F3

Resolution lFl Material PVC

S€rid NuEber NA Opeiatint Range r0Gr000FI

ID NuEbet NA Condition of LruC C,ood

cd. Ar

Envircnmental Condition

Mechanical Lab InsEummt Locetion

Calibration Method Used

LABORATORY

T.mp€r.tue CC) 23.9 Humidity (%RH) 55 National / lntematioDal Stardard ISO E65X:20O2

AErosphedc Pressure (mba.r)

EINtr Descriptior

w.t r TehFEtul€ (.C)1m6 21.6 Cd kocdule No

ID.No. /SL No. Ccrtilicat€ No. Ma.Le/Model Traccability vdid titl

sBs/cP^,fl.r'o8

1
El€ctonic Weithing

Balance
15112918 TVCj'PI2Z,2nl$41 A&D & GH-252 National Standads ot-r2-202i
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Details oI Unit Under Calibration

Standad Used

Z FactoE 1.00319

Result of Cdibration in Fl

Sl. No
Nominal

Observed ReadinF
Mean

value
Systemati

c Efior
Random

EIIor
Mea6uement
Uncertainty G)

1 100
99.85 99.87 99.85 9.U 9.95

9.89 {.11 0.o{ 0.17
99.89 99.95 99.n 9.87 9.X

2 500
499.q 49B.95 499.90 499.90 49a.95

499.X {.10 0.03 o.47
499.89 {99.88 499.85 499.8s 499.q

3 1000
999.89 999.88 999.89 999.87 999.90

999.91 {.09 0.03 0.47
999.93 999.90 999.91 999.94 w_95

Remirks

1.This Calibration certificate shall not be Eproduc€d exc€pt in fuI" without written approval of the laboratory.

2.The us€l should deterrnine the suitability of tlte inskument Io! its intended use.

3.The recalibrahon interval should be dete.r'ined on the us€r requirement.

{.The resrnb stad in this c€drlicate Elate or y !o the item calibrated.

5. Equrpment us€d for Calibration were calibraH & Eac€able to National & InDerutiona.l Standards

6.Ihe indicated uncertainti€s are expanded uncertainty esbmated for a confidence level of approximately 95% tot a

coverage factor k=2.00 .

7. CalibEtion Liqud Used: DistiUed or D€ioniz€d water Grade3 as specilied in ISO 36%.

Calibrat€d By, (7 Authodsed bv:

L'Q;'aL^L--
(Quariv Manager/Gdef Executive)

C.SIVABAT.AN

,.",#k.**,
M,R^GI.,L

@

SUNSHINE BIOMEOICAL SOLUTIONS
No:68, First Floor, Poomagal I\,4ain Road, Ekkattuthangal, Chennai - 600032, Tel: 044 2225 2087,

E-Mail: calibration@sunshinebiomedical.com, Website: www.sunshinebiomedical.com.



UNSHIN

CALIBRATION CERTIFICATE
Certificate No: SBS/CU23[7154

Custom€I Nam€ & AddrEss

SR.F No, sR.F23l01020{003

SRF Date 01-11-2023

Dat€ of Receipt 31-rG2023

Dale of CalibEtion 0r-ll-2023

Due Date lor C.libration 31-rG2024

COVERNMENT PRIMARY HEALTH CENIRE,

TIRUNEDUNGI,'I-AM{2OOT s,TRICHY DISTRICT

Miqo PiFtteDesaiption

0.}11-2023

T}IERMO SCIENTIFIC

I$ue Datc

Male

Model FINNPIPETTE F3Range 1G100HI

PVCo.2Fl MatedalResolution

Operatint Range lGrmplSerial Number NA

Condition of LruC CoodID Number NA

Instrument Lo.ation

Cilibration Method Used

LABORATORYC.l. At

Envtuonment.I Condition

Mechanical Lab

Humidity (%RH) 55 National / lntemation l Standard ISO 865$62002Temper.tue ('C) 23.9

waler TemFEtuE $C) Pto<edule No21.6 SBS/CP/MUO8

valid tillID.No. / SI. No. C.ltitiot€ No. Traceability

1m6

Make^rodd

Atsflosphedc Pressue ( bar)

SI. No. Des(ription

A&D & GH.252 National Standards wt2:2023I
Electonic Weighing

Balajlce
15112918 TVCSPt22/,2nt!541

Details of Unit Under Calibration

Standard Used

Z Factor 1.00319

R6ult oI Calib.ation in Fl

Sl. No.
Nominal

Obseived ReadrnSs
M€an
value

Systemati

c Erlor
Random

&Iot
Measur€m€nt

Unc€rrainty (r)

1 10.0
9.94 9.97 9.94 9.96 9.93

9.95 4.05 0.02 0_47

9.98 9.95 9.92 9.97 9.96

2 50.0
49.85 49.86 49.87 49.E2 49.83

{9.85 .0.15 0.02 0.47

49.87 49.85 49.82 49.89 49.87

3 100.0
9.94 99.9 99_96 99.95 99.98

9.95 {.05 0.02 0.47
9_93 9.9s 99.97 9.94 9.95

Remarks

1.This Calibration certiicate shall not be reproduced exc€pt in fuIl, without written approval oI the laboratory.

2.The u-s€r should determine tlle suitability of the instrument for its int€nd€d use.

3.The re@libration int€rval should be deiermined on the user rcquileEE rt.

4.Th€ resu.lts stated rn tll1s certficate relaE only to tlle iDem calibrated.

5. Equipment used for Calibration wer€ ca.librad & tsaceabtre to National & International Stardards

6.The ud'cated uncertainties aIe expanded uncertainty estimaDed for a conlidglce level of approunaEly 95% for a

coverage factor k=2.00 .

7. Calib6tion Uqurd Used: Djstiled or Deionized water as sFcified in ISO 3695.

Calibrated By, (
C

, Authorised bv:

C $ilo,t.!.-
rcrr$r"Gir^ei"""o (Olality Managcr/Orief Ex€cutive)

C.SIVABAI.ANM RAGIJL

Chennat
600 032

SUNSH!NE BIOMEOICAL SOLUTIONS
No:68, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai 600 032, Tel 044 2225 2087,

E-Mail: calibration@sunshinebiomedical.com, Website:www.sunshinebiomedical.com.
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