
 Report Date : 19/12/2023

Analyte Instrument Result Value Standard
Unit

Z-Score

*  Total Leucocytes (WBC) count Horiba Yumizen H550 3.52 /c.mm *

Legend @ : z score ≤ 2.0 - Acceptable

!  : 2.0 < z score < 3.0 - Warning

X  : z score ≥3 - Unacceptable

#  : Not Evaluated

 : Delayed Result Entry

*  : Not considered for evaluation.
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 Report Date : 19/12/2023

Instrument : Horiba Yumizen H550

Analyte Standard Unit Result Value Mean Z-Score RMZ

@ Erythrocyte (RBC) Count mill/cu.mm 1.48 1.45 -0.05 -0.02

*  Total Leucocytes (WBC) count /c.mm 3.52 3456.41 -7.30 * 0.00

@ Haemoglobin g/dL 4.10 4.05 0.10 0.05

@ MCV (Mean Corpuscular Volume) fL 121.70 124.09 -0.29 -0.25

@ MCH (Mean Corpuscular Hb) pg 27.70 27.88 0.12 0.08

@ MCHC (Mean Corpuscular Hb Concentration) g/dL 22.80 22.18 0.33 0.29

@ Platelet Count 1000/ µL 145.00 151.44 0.09 -0.19

@ Hematocrit % 17.90 17.87 -0.23 -0.22

@ RDW CV% % 19.20 22.46 -0.81 -1.16

Legend @ : Acceptable Total Parameters 9

Not Evaluated Parameters 0

Evaluated Parameters 9

Outlier Parameters (X) 1

EQAS Score Haematology - CBC 88.89 %

!  : 2.0 < z score < 3.0 - Warning

X  : z score ≥3 - Unacceptable

#  : Not Evaluated

 : Delayed Result Entry

*  : Not considered for evaluation.
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