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DtN GNCCARE PVT, LTD

CALIBRATION CERTIFICATE

Calibration of the LIFOTRONIC GH-90OPLUS HbAlc (HPLC Analyzer) has been carried out

as per the recommendations of the principle company SHENZHEN LIFOTRONIC
TECHNOLOGY CO., LTD, China.

102F00000214

Software Yersion Information :

Monitoring lnformation :

Customer Name & Address:

CURIS DIAGNOSTICS PVT LTD, Delhi Date:
Date:22-08-2024
Due Date: 22-08-2025

Installation
Calibration
Calibration

Serial No:

APP Version: 0 1 .00.0 1 .124283 (2020 I tll I 9 09 :40:27

SYS Version: 01.00.00

LIB Version: 01.00.03

MCU Version:
I

01.00.01.115950

AOPCBA Version:

OtherProvince

Test Mode Variant

HI'}Purnp PPS 2180

Column Temp 40c

Amb. Temp 30c

N.P. % 62.8%

Registered Address: Plot No.3 A, Suruey No-1 1013 Fart &
Matrix Towers" 3rd Floor,Branch Address: "

Matrix Labs Diagnocare Limited

www.rnatrixlabs.in
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INSTRUME-NT C4.LIBRATION DATAS :

Global Data:

2D Arm Settinss:

Parameter Settinss:

ADC 415 24843

ADC 5OO 18121

ABS 0.0020

Parameters Yalue

Reagent Version A1

Test Mode 130s

Reference Line off

X-axis Value

l.Diluted 3335

3.1# 2230

Y-axis Value

2.Top of Diluted 760

3.Swab 26s0

5.D.8. l8l0

6.W.8. 2650

Branch Address: 'i

Matrix Labs Diagnocare Limited
Reglstered Addre$s: Flot No.3 A, Sqryey No-11013 Pad a

Matrix Towers" 3rd Floor,

Reagent Setup:

344-26793805
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HbAlc Value

A 46

B 24

C 20

Begin 50

L llbAla 160

L T{bAlb 230

L HbF 300

L LAlc 370

L HbAlc 450

L HbAO 650

L Variant 75$

L End 1250

Fast Value

A 0

B 50

C 6

Begin 50

L HbAla 110

L HbAlb fia

L HbF ?r<

t- LAIc 320

L HbAlc 400

Registered Address: Plot No.3
Eranch Address: ''

rq. Survey No,1 10/3 Part &
liatrix Labs Diagnocane Limitad

P@namallee - 6g&6?? I 6,td-i8733665 j inlqiemai.ixlabs.in
Matrix Towers" 3rd Fiqpr,

Floc.,
it@mbEt, i matrixlat6r&e0nai@E*ai!,aeip
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Pressure Settings:

Flow cell Adiustment:

L HbAO 610

L Variant 700

L End 8s0

Parameters Yalue

N.P. (%) 65

w.B (uL) 12

Pressure (Mpa) > -)

kessure (Mpa). 10

HP Pump (PPS) 2180

Parameters Value

DAC LED 1 71 1

Gain 415 lbt,

Gain 500 24

Regislered Address: Plot No.3 Part &

Yr./t t f it-.rtYN{atrir Labs Representatives:

Date: Lz\ot irr r._,

0
)t

Eraneh Addressr "
A, Survey No.'11013
Matrix TOwers" 3rd Flo9r,

fitatrix Labs
Noombal,

" 6$097? i ?44"?61936€5 I imfB&matrir{abs.irl
J ryatrixia!:sclte*eai@Shrii,rw
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A. Performed By:

B. Yerified Bv:

lnstrunrent has been cheoked thoroughll, and ensured

be released for the routine operation.

the perfbnnance ofthe insffunrent and ean

t"0f y
& Name)

D

#*

lnstrument has been verified & released for the

& Name)

operation.
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RegistBred Addrcss: Blot No. 3 A, Survey No.l'10,13
Malrix Tol#eri" 3rd

No*mbai
Brficrh Addres*: "

Par{ &
Str*et. Noomhal.

Pasnaoal!* - 648t7? i h{*@eatrixiakis.in
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