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Model/Te No 
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9Catn de an: 

An IsO 9001:2015 Certified company 
Calibrralion of Vaious Tnatrumenla & Testing Machines.. 

D No 
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Eviimetal condition 
rig calibratiam: 

3 

|22 Bzssofalbrzbon: 
23 Tracezbiy:Stdads 

4 

TESTING MACHINE SERVICE AND CALIBRATION CENTRE 

Normal Zlone :8C 

4 

TMSCC 

4Desrpoon identfcation of item to be calibrated: 

ne of Irstrneat 

202406 87 

Calibrated B 

Precision is Our Destination........ 

|ISJun- 2024 

DUC Device Under Calibration 

(CalibratidEngineer) 

CCI2534000012393F 

sFPtal Caibration: Full Calibrationa 
L6Apbaie specifcon of ien to be calbratedt Accuzcy/ permissible limit : 
L7Dte of receipt of item : 

MA: Doctor Ghosh Super Speciality Clinic And Diagnostic Centre 
Ist Floor, 2V16, Arnbinda Arens, Block B, 
Khardaha, Kolkata - 700118 

At Stte 

Refrigerator 
SRCSOOHC-GL 

CALIBRATION CERTIFICATE 

SRF 2024 061702 

17-Jun-2024 

DGLAB REFO2 
8C 

Physical Status of the DUC: OK 

As Per DKD RS-1 

Degtal Temperate hotor wih (báczar S No- 18KSSS073) 

Sensor(RTD) 

Temperatur: 255C 

Hmidity 55% RH 

DUC set in C 

Marimun Permissible Error:t03% of rdg 

17-Jun-2024 

16Ju-2025 

Form No.: TMSCCR23 

i Make : 
Îv SL No.: 
vi Job Code No. 

(Sersor Id No 
TMSCORTDO1) 

vi Resolution 
IEnd User: 

1.7 Date of calibration: 

ed for calibration are traceable to National Standards through NABL accredited Laboratory 

19 Fregquency of alibrat1on once in 

Certifcate No. 

TSC23-24/13010-4 

Observed Reading at Ref. Std. in °C 

8.014 

8.016 

Measurement Uncertainty at 95% Confidence Level where Coverage Factor k = 2 

CALIBRATION RESULTS 

8.020 

8012 

Western 

8.019 

31154220302184 
|2024/06-887 

Not Specified 

(Technicaherector) 

LLb 
Certificate No. 

CC-231 

Mean 
reading in 

°C 

END OF CERTIFICATE 

8.016 

Calibrated 
On 

09-11-2023 

Error in °C 

0.016 

12 

Page I of I 

17-Jun-2024 

0.69 

Due On 

Uncertainty 
in +°C 

Months 

08-11-2024 

CC -3125 

Acceptance 
Criteria 

REMARKS :The DUC has been calibrated over its range. The readings observed are tabulated above. The reference standard is traceable to National 

standerd 

Pass 

Pass 

Pass 

Pass 

Pass 

Appfovd By : 

IG 

P.K Modak 
(Sr. Calibration Engineer) 

Office : Deshbandhu Lane, Barrackpore -700122, Lab : "Anima Apartment", 1/1, Harisava Road, Barrackpore, Kolkata- 700122. 
Contact Us : +91(9830067596/9073667596). Email ld : tmscc.2010@gmall.com/tmscc.2020@yahoo.com 
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